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Abstract
Electrophysiological mapping and ablation techniques are increasingly used to diagnose and treat
many types of supraventricular and ventricular tachycardias. These procedures require an intimate
knowledge of intracardiac anatomy and their use has led to a renewed interest in visualization of
specific structures. This has required collaborative efforts from imaging as well as electrophysiology
experts. Classical imaging techniques may be unable to visualize structures involved in arrhythmia
mechanisms and therapy. Novel methods, such as intracardiac echocardiography and three-
dimensional echocardiography, have been refined and these technological improvements have
opened new perspectives for more effective and accurate imaging during electrophysiology
procedures. Concurrently, visualization of these structures noticeably improved our ability to
identify intracardiac structures. The aim of this review is to provide electrophysiologists with an
overview of recent insights into the structure of the heart obtained with intracardiac
echocardiography and to indicate to the echo-specialist which structures are potentially important
for the electrophysiologist.
Introduction
During the last two decades revolutionary diagnostic and
therapeutic changes were implemented in the manage-
ment of patients with arrhythmias. The development of
transcatheter ablation provided a curative treatment of
most supraventricular tachyarrhythmias including atriov-
entricular (AV) and AV nodal reentry tachycardias and
more recently atrial flutters. Life threatening ventricular
arrhythmias are effectively palliated by implantable anti-
tachycardia devices and conduction disorders treated by
pacemakers, with instantaneous improvement. New chal-
lenges are the effective treatment of patients with atrial
fibrillation, which is the most frequent and often disa-
bling arrhythmia and the curative treatment of patients
with life threatening arrhythmias. The development of
novel ablative procedures are currently being investigated
but the success rate still remains suboptimal. Since the
arrhythmia substrate is frequently associated with certain
anatomical structures or morphological variants,
improved imaging has increasing role in the improvement
of these treatments. Furthermore, novel catheter ablation
approaches require catheter placement to sites, which may
be associated with increased complication risk. Therefore
imaging has a crucial role both in guiding and improving
safety of electrophysiology (EP) procedures. Also, throm-
boembolic risk stratification, fine-tuning of the implanted
sophisticated devices require advanced and effective imag-
ing techniques as does their follow-up.
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Electrophysiological mapping and ablation techniques
are increasingly used to diagnose and treat many types of
supraventricular and ventricular tachycardias. These pro-
cedures require an intimate knowledge of intracardiac
anatomy and their use has led to a renewed interest in vis-
ualization of specific structures [1-3]. This has required
collaborative efforts from imaging as well as electrophysi-
ology experts. Classical imaging techniques may be una-
ble to visualize structures involved in arrhythmia
mechanisms and therapy. Novel methods, such as intrac-
ardiac echocardiography and three-dimensional echocar-
diography, have been refined and these technological
improvements have opened new perspectives for more
effective and accurate imaging during electrophysiology
procedures [4-8]. Concurrently, visualization of these
structures noticeably improved our ability to identify int-
racardiac structures. The aim of this review is to provide
electrophysiologists with an overview of recent insights
into the structure of the heart obtained with intracardiac
echocardiography and to indicate to the echo-specialist
which structures are potentially important for the
electrophysiologist.
Ultrasound systems-technical background and approaches
Clinical electrophysiology requires invasive procedures
since the definitive diagnosis is nearly always made in the
EP laboratories immediately followed by curative treat-
ment. This approach requires an imaging technique,
which can be comfortably used over a long time period
without extra cost and personal. It should increase diag-
nostic accuracy and decrease the risk for complications.
Intracardiac echocardiography (ICE) fulfills most of these
criteria.
A, Two-dimensional intracardiac echocardiography
Recently, two ICE systems became available for interven-
tional EP labs: mechanical and phased-array transducers.
The mechanical intravascular ultrasound imaging and ICE
system (ClearView, CardioVascular Imaging Systems Inc,
Fremont, CA) is an 8F sheath-based catheter that incorpo-
rates a 9 MHz beveled single-element transducer rotating
at 1800 rpm (model 9900, EP Technologies, Boston Sci-
entific Corp., San Jose, CA, USA). The catheter is equipped
with a 1-cm long sonolucent distal sheath with a lumen
housing the imaging transducer. The sheath prevents
direct contact of the rotating transducer with the cardiac
wall. The ICE catheter is filled with 3–5 cc sterile water and
then connected to the ultrasound console (model I5007,
Boston Scientific Corp., San Jose, CA, USA). This catheter
obtains cross-sectional images perpendicular to its long
axis. The catheter is relatively simple in its design and the
data acquisition allows three-dimensional reconstruction.
The other available system is a 10 F catheter-based
phased-array transducer operating at 5.5 to 10 MHz fre-
quency and has also Doppler capabilities (Acuson Corpo-
ration, Mountain View, California). The 64-element
phased-array allows scanning a longitudinal 90-degree
sector image with a radial depth penetration of 4 cm. This
catheter does not permit three-dimensional reconstruc-
tion in its present form. On the other hand it is a steerable
catheter with excellent depth penetration (12 cm) allow-
ing visualization of left-sided structures from the right
side of the heart, which is a major advantage in clinical
electrophysiology.
B, Three-dimensional echocardiography
Advances in microprocessor technology, have made three-
dimensional (3D) echocardiography a practical imaging
modality providing cardiac structure imaging in their real-
istic forms, which helps to understand complex pathology
and to reduce interpretation variability. Two different
approaches are followed in 3D echocardiography: 3D
reconstruction using a sequence of appropriately timed
two-dimensional images and real-time volumetric imag-
ing. Currently, automated contour analysis allows to
measure and monitor global ventricular as well as
regional function.
C, 3D reconstruction
For 3D reconstructions from intracardiac images, a cus-
tom-designed pullback device for the mechanical ICE
transducer is used. This device is controlled by the 3D
workstation and uses a stepping motor to move the cath-
eter stepwise and linearly in a cephalic-caudal direction
through the right atrium. The workstation receives video
input from the ICE system and both an ECG- and respira-
tion-signal (impedance measurement) from the patient.
Prior to the acquisition run the range of RR- and breathing
intervals are measured to calculate their mean value from
the upper- and lower-limits. Cardiac cycles are recorded
and those that fall within the preset limit (± 10%) around
the mean interval are further processed. The workstation
starts acquisition of 2D images after detecting the peak of
the R-wave and in the same phase of respiration, at a
speed of 25 images/ sec (image interval 40 ms), stopping
after 1000 ms or after detecting the peak of the R-wave of
the next cardiac cycle. After acquiring one cardiac cycle in
the preset ranges, the workstation stores the images in the
computer main memory, and the catheter is then pulled
back by an 0.5-mm axial increment. If the acquired beat
falls outside the preset ranges, the ICE transducer is left at
the same position and a new cardiac cycle is acquired. This
process is repeated until the level of the inferior vena cava
(IVC) is reached. Clearly, the acquisition time is much
shortened when all cardiac cycles are of the same length.
Therefore, in practice the right ventricular apex is paced at
100 bpm. In accordance to their timing in the cardiacPage 2 of 14
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formatted in volumetric data sets (256*256*256 pixels/
each 8 bits) with 40 ms intervals allowing the display of
dynamic 3D imaging. During post-processing, several
algorithms are applied to reduce noise, enhance edges,
and reduce spatial artifacts (ROSA filter).
D, Real-time volumetric echocardiography
During ICE guided EP procedures, the EP catheters are
continuously manipulated in three-dimensions, and the
acqusition of the images for 3D reconstruction takes time.
Real-time three-dimensional echocardiography, there-
fore, offers advantages. The volumetricsR ultrasound sys-
tem generates real-time three-dimensional pyramidal
scanning using a matrix array of 512 crystals. The scanner
uses 16 parallel receive channels to generate B-mode
images up to 60 volumes per second. Each image plane
can be inclined at any desired angle. The LIVE 3D system
uses matrix array with 3000 individual transducers and
the system displays real-time images. These systems are
only for transthoracic use, and prototype systems were
introduces for intracardiac applications. The intracardiac
real-time 3D transducer is incorporated in a 12 F catheter
operates at 5 Mhz frequency or operates at 7 MHz in a 9 F
catheter. These catheters were found to be feasible for
guiding electrode catheter placement in an open chest
sheep model.
Visualization and description of specific intracardiac 
structures using intracardiac echocardiography
A, The interatrial septum (Figure 1)
Anatomically and echocardiographically the most promi-
nent part of the atria is the interatrial septum with its very
characteristic appearance. It is defined as the thin wall sep-
arating the two atria, running obliquely from the front,
extending posteriorly and to the right. When it is seen
from the right atrium, the most prominent feature is the
fossa ovalis surrounded by a muscular rim. When seen
from the left atrium, the crater-like appearance of the right
side is absent. The membrane in the fossa itself is predom-
inantly composed of fibrous tissue with relatively few
myocytes. Certainly its definitive form can be explained
by its development, however describing the process of
development in details is outside the scope of this review.
Although the interatrial septum was a focus of interest for
congenital disorders, electrophysiologists have discovered
additional reasons to explore the interatrial septum. A sig-
nificant number of accessory pathways are located sep-
tally [9]. Their close relation to the natural atrioventricular
conduction system means that direct visualization of the
septum can facilitate ablation procedures. Furthermore,
left atrio-ventricular accessory pathways can be
approached using the transseptal approach, which pro-
vides improved stability for the ablation catheter. This
requires puncture of the interatrial septum. Although it
can be done without direct imaging, data suggest
improved safety and increased efficacy using intracardiac
echocardiography [10-12]. Another important electro-
physiological aspect of interatrial septum is related to the
natural conduction pathways between the two atria. These
special fibers are located both anteriorly above the fossa
ovalis and posteriorly near the orifice of the coronary
sinus. Recent data suggest that interatrial conduction
delay may play a significant role in the onset mechanism
of atrial fibrillation [13]. Therefore stimulation of these
regions may play role in preventing atrial fibrillation
[14,15]. To the best of our current knowledge specific elec-
trograms are not informative for these regions. Thus, elec-
trogram analysis can not guide positioning of electrodes
in this area. This stimulated the development of imaging
modalities for guiding such procedures. Three-dimen-
sional echocardiography proved to be effective for guiding
suprafossal pacing [16].
B, Coronary sinus (Figure 2)
The coronary sinus (CS) is a small tubular structure just
above the posterior left atrioventricular junction. The cor-
onary sinus (CS) is of special interest to the electrophysi-
ologist and pacemaker-implanting physician. It opens
into the right atrium between the inferior vena cava and
the tricuspid valve orifice. Its tributaries are the great,
small and middle cardiac veins, the posterior vein of the
left ventricle and the oblique vein of the left atrium (Mar-
shall's vein), all except the last having valves at their ori-
fices. Left atrial recording for electrophysiology (EP)
studies is routinely done indirectly from the coronary
sinus. The left atrium or the left ventricle can also be paced
via the CS [17,18]. The CS can be cannulated from the jug-
ular, subclavian or femoral vein and insertion of pacing/
diagnostic electrode catheters is easy in most patients.
However in some patients cannulation of the CS or its
tributaries can pose significant difficulties and may result
in excessive procedural and fluoroscopy time. Theoreti-
cally intracardiac echocardiography (ICE) can identify
anatomical variants and may facilitate such procedures
[7]. The presence of supraventricular arrhythmias influ-
ences significantly the function of the coronary sinus [19].
It is well known that the CS narrows during atrial contrac-
tion in persons with sinus rhythm, but does not narrow at
all if atrial fibrillation is present [20]. Attenuation of CS
narrowing occurs in patients with congestive heart failure.
Patients with poor left ventricular systolic function show
mild CS dilatation [20]. Greater CS dilatation is present in
patients with persistent left superior vena cava, and huge
dilatation when this anomaly is accompanied by absence
of a right superior vena cava [20]. This has a significant
impact on pacemaker implantation for these patients.
Apart from its obvious role in providing access to the left
atrioventricular junction during electrophysiology testing,
the coronary sinus is an important structure for thePage 3 of 14
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electrical stimulation of both ventricles significantly
improves hemodynamics, resulting in increased exercise
tolerance and hence quality of life in patients with
advanced heart failure and intra-ventricular conduction
delay [21]. Reduction in morbidity and mortality was
recently reported. This simultaneous stimulation is
achieved by positioning of the left ventricular electrode
through coronary sinus into its left ventricular side
branches. Furthermore biatrial stimulation was also
Typical appearance of the interatrial septum with the fossa ovalis recorded by a mechanical intracardiac echo-transducer pro-viding horizontal cr ss-s ctional imag sFigure 1
Typical appearance of the interatrial septum with the fossa ovalis recorded by a mechanical intracardiac echo-transducer pro-
viding horizontal cross-sectional images.Page 4 of 14
(page number not for citation purposes)
Cardiovascular Ultrasound 2004, 2:6 http://www.cardiovascularultrasound.com/content/2/1/6reportedly effective in the preventive treatment of patients
with paroxysmal atrial fibrillation [13]. Recently, using
cryothermy, safe ablation procedures are possible within
the coronary sinus for accessory pathways running in
close proximity to this vascular structure [22].
C, Valves in the coronary sinus (Figure 3)
In the majority of cases the great cardiac vein possesses a
prominent valve where the vein turns around the obtuse
margin to become the coronary sinus [23]. This valve was
first described by the French scientist R. Vieussens in his
book "Nouvelles découvertes sur le coeur" (Paris, 1706).
Until recently, all of these anatomical variants are known
from post-mortem human studies. A certain level of anec-
dotal relationship is proposed between difficulties during
interventions in cardiac electrophysiology and anatomical
differences, but there is no systematically conducted
study, which provides direct evidence. One of the reasons
is that fluoroscopy-which is an almost exclusive tool for
guiding EP procedures- does not allow visualization of
anatomical landmarks. Recently, ICE became available
providing excellent accuracy in direct visualization of ana-
tomical landmarks including valves serving as obstacles
during diagnostic and interventional electrophysiology
procedures.
D, Eustachian ridge and valve and the Thebesian valve (Figure 4)
The right and left venous valves of the sino-atrial orifice
regulate the flow of blood from the sinus venosus to the
atrium in fish, amphibians, and reptiles. In bird, mam-
mals and humans, the venous valve loses its hemody-
namic function and only comes to medical attention
when congenital anomalies occur that are related to it [2].
The right venous valve persists in humans as the crista
terminalis, Eustachian and Thebesian valves. An intralu-
minal muscle band has been described located inside the
right atrium, and coursing in the line of the crista termina-
lis between the septum spurium and inferior vena cava.
This abnormality is possibly derived from the right
venous valve. Usually it has a triangular shape and is a flap
Three-dimensional echocardiographic "en face" view of the ostium of coronary sinusFigure 2
Three-dimensional echocardiographic "en face" view of the ostium of coronary sinus.Page 5 of 14
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Eustachian ridge. The Eustachian ridge separates the
orifices of the inferior caval vein and coronary sinus. In
some cases the valve is particularly large and can be an
obstacle to catheters passing from the inferior caval vein.
Occasionally the valve is perforated or takes the form of
delicate filigreed mesh. The free border of the valve is
called as the tendon of Todaro. This tendon runs in the
musculature of the sinus septum (Figure 5). This is indeed
one of the borders of Koch's triangle. The detailed infor-
mation and clinical significance of the Eustachian valve
have not yet been elucidated. In the cases of atrial fibrilla-
tion with severe tricuspid regurgitation, the valve remains
at the semi-closed position throughout systole and
opened in rapid filling phase. A small crescentic flap, the
Thebesian valve usually guards the orifice of the coronary
sinus. Frequently it is fenestrated. An imperforate valve
completely covering the ostium is very rare, but can be a
major obstacle for positioning electrode catheters into the
coronary sinus.
E, The Koch's triangle (Figure 6)
The structures delaying the cardiac impulse and then
insuring its rapid propagation to the ventricular myocar-
dium constitute a continuous axis of histologically dis-
crete cells [1,24]. The atrial components are located at the
base of the atrial septum, located at the apex of a triangu-
lar region first illustrated by Koch. The anterior border is
marked by the hinge of the septal leaflet of the tricuspid
valve. Superiorly, the central fibrous body is the landmark
for penetration of the bundle of His. The inferior border
of the triangle is the orifice of the coronary sinus and the
vestibule immediately anterior to it. This part is the area,
which is targeted for ablation of the slow pathway in atrio-
ventricular nodal reentrant tachycardia. The so-called fast
pathway corresponds to the area of musculature close to
the apex of the triangle. Ablation in the Koch's triangle
was of special interest in the last two decades. Large
number of patients with supraventricular tachycardia
have an AVNRT. The occurrence of inadvertent complete
AV block is an infrequent but serious complication [25].
Imaging of this region using intracardiac echocardiogra-
phy is not particularly difficult, because of the very char-
acteristic appearance of the borders. Intracardiac
ultrasound was reported during AVNRT ablation to
improve the outcome of the procedures. During cryo-
ablation of the AV node the cryocatheter-endocardial con-
tact and ice-ball growth could be effectively monitored
with ICE [26].
F, The terminal crest (Figure 7)
From the epicardial aspect of the right atrium a fat-filled
groove structure can be seen at the lateral wall. This struc-
ture corresponding internally to the terminal crest. Close
to its origin the terminal crest is joined to by a prominent
bundle called septum spurium. The terminal crest sweeps
like a twisted "C" originating from the septal wall, passing
anterior to the orifice of the superior caval vein, descend-
ing posteriorly and laterally and then turning anteriorly to
skirt the right side of the of the orifice of the inferior caval
vein. The echocardiographic appearance of the terminal
crest is very typical; it can be visualized along the lateral
wall as a very echo-dense structure. The complexity of
atrial geometry is responsible for the fact spread of activa-
tion from site of the origin of the electrical impulse is
restrained by natural barriers and orifices. It has been sug-
gested by numerous reports that the terminal crest can
serve as such a physiological barrier and therefore can play
important role in some arrhythmia mechanisms [27-30].
From the electrophysiology point of view it is a transverse
barrier to conduction during typical atrial flutter. The
above mentioned findings support the idea that direct vis-
ualization of the terminal crest may facilitate certain types
of transcatheter ablations. Since mapping techniques have
proven that atrial tachycardias can originate from the ter-
minal crest, visualization can improve the outcome of
these procedures [31]. Using intracardiac echocardiogra-
phy a subgroup of so-called "crista tachycardias" were
identified [31]. ICE guided ablation of such tachycardias
were highly effective. ICE facilitated both positioning of
The Thebesian valve guarding the ostium of the coronary sinusFigure 3
The Thebesian valve guarding the ostium of the coronary 
sinus. The image was obtained with a 9 MHz rotating 
mechanical transducer. The Eustachian ridge is very promi-
nent in this patient.Page 6 of 14
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and mapping with the ablation catheter. From these stud-
ies it was concluded the approximately two third of the
atrial tachycardia originating from the right atrium are
anatomically associated to the crista terminalis. Most
importantly direct imaging of the terminal crest has a sub-
stantial role during ablation of inappropriate sinus tachy-
cardia [32-34]. Because of the vicinity of the sinus node to
the epicardial surface at the junction of the superior vena
cava and the right atrial appendage, the sinus node is eas-
ily damaged if an epicardial approach is used during sur-
gery. If an endocardial approach is used however more
energy is needed to penetrate the greater musculature of
the terminal crest and additionally the centrally located
nodal artery has a cooling effect reducing the damage.
From the anatomical standpoint it is suggested therefore,
that positioning the ablation catheter at the site of the ter-
minal crest halfway between the caval veins, where the tail
of the sinus node is intra-myocardially located is effective
without the risk of causing venous occlusion [34,35].
G, The cavo-tricuspid isthmus region (Figure 8)
The atrial wall inferior to the orifice of the coronary sinus
is usually pouch-like. It forms the posterior part of the so-
called "flutter isthmus" between the inferior vena cava
and tricuspid valve. Three morphological zones are usu-
ally distinguishable in the flutter isthmus. It receives a var-
iable number of muscular branches with varying
morphology from the crista terminalis. The isthmus of
atrial tissue bordered by the inferior vena cava and the tri-
cuspid annulus forms a critical zone of slow conduction
in the reentry circuit of atrial flutter. Animal models and
mapping studies of human atrial flutter have proven the
importance of barriers in this reentrant arrhythmia [30].
The consistency of rate and morphology of typical atrial
flutter suggest a common anatomic substrate for this
The tendon of Todaro reconstructed form a three-dimensional data-setFigure 5
The tendon of Todaro reconstructed form a three-dimensional data-set.Page 8 of 14
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right atrium provides anatomic barriers around which
reentry occurs [30]. In typical human atrial flutter, the
crista terminalis, Eustachian ridge, and tricuspid annulus
have been identified as barriers to conduction.
H, The pulmonary veins: visualization of muscular bands and sleeves 
(Figure 9)
The pulmonary venous wall in the human comprises a
thin endothelium and media consisting of fibrous tissue
and smooth muscle, with or without an irregular middle
layer of atrial myocardial tissue, and thick fibro-fatty
adventitia on the outside. The presence of myocardial
sleeves extending from the left atrium onto the
pulmonary veins towards the lung is well documented
[36,37]. This atrial myocardium, with bundles arranged in
varying orientations passes between the adventita and the
media of the venous wall. Theses muscle sleeves are
believed to have role in the pathogenesis of atrial fibrilla-
tion providing triggers. These left atrial pulmonary vein
muscle sleeve connections are targeted during isolation of
the pulmonary veins [38-40]. Currently the pulmonary
Image showing the bottom of Koch's triangle with an ablation lesion in the area of slow pathway as visualized by echo-contrast infusionFigure 6
Image showing the bottom of Koch's triangle with an ablation lesion in the area of slow pathway as visualized by echo-contrast 
infusion.Page 9 of 14
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and the procedure is guided by electrogram analysis. Low
frequency ultrasound was used to detect post-procedural
stenosis after ablation, which is the most severe complica-
tion of the procedure. Intracardiac echocardiography is
proved to be useful technique during ablation of pulmo-
nary veins in guiding positioning of the ablation catheter
and allowing visualization of appropriate tip-tissue con-
tact [41-43]. Unfortunately these low frequency echo-
transducers provide useful information about the vein,
but do not allow detailed study of the structure of the
venous wall. Recently, convincing data have been pre-
sented with high frequency intravascular ultrasound in
visualizing such structures [44]. Correct identification of
the anatomy is important since significant variations exist
including a common vestibule of the left pulmonary veins
The crista terminalisFigure 7
The crista terminalis.Page 10 of 14
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tant role in ablation in this region. First, the transseptal
puncture can be guided by ICE. Pulmonary venous anat-
omy can be assessed using the phased-array transducer
without entering the left side of the heart. During ablation
the wall contact of the catheters can be monitored [45].
Knowing the fact that pulmonary vein stenosis is the most
frequent and potentially life threatening complication of
the procedure, one of the major advantage of ICE appears
to be that after ablation pulmonary vein stenosis can be
Image of the cavo-tricuspid isthmus in a patient who underwent ablation of typical atrial flutterFigure 8
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Visualization of the pulmonary veins from the right atrium using a 5 MHz phased array intracardiac echocardiography 
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Doppler flow measurements [46]. Recent reports suggest
that pulmonary venous anatomy can be extensively stud-
ied by 3D intracardiac echocardiography, including visu-
alization of ablation catheters in the vein.
I, Left ventricular outflow tract (Figure 10)
The left ventricular outflow tract can be visualized by
using intracardiac echocardiography, without additional
arterial puncture or transseptal puncture [47]. The ultra-
sound catheter should be positioned on the anterior inter-
atrial septum (His bundle region) or at the base of the
right ventricular outflow tract. The ostium and the initial
part of the left main coronary artery can be also visualized
which allows safe ablation in this region. It was demon-
strated that in patients with idiopathic left ventricular
tachycardia originating from the left ventricular outflow
tract intracardiac echocardiography could accurately
guide catheter ablation by permitting the identification of
anatomical landmarks, endocardial contact and ablation
electrode movement [47]. Using intracardiac ultrasound
the aortic root and the tip of the ablation catheter could
be visualized in details. Interestingly enough the ablation
site was always safely above the coronary cusp.
Summary
In conclusion, clinical electrophysiology had significant
benefit form the latest developments in echocardiogra-
phy. Intracardiac transducers are now available, and this
allows better intracardiac structure identification. The
clinical application of these devices is a subject of ongoing
studies. The results are very promising, and with further
improvement in imaging the electrophysiology proce-
dures will require significantly less fluoroscopy time with
increased accuracy and efficacy. Safety of the procedures
will be substantially increased. This aspect will be increas-
ingly important since the radiation burden – and the asso-
ciated long term oncogenic risk – is not negligible with
cardiac electrophysiology procedures, which usually
involve a substantial radiation exposure, corresponding to
several thousands of chest X-rays and long-term onco-
genic risk [48,49]. Intracardiac ultrasound – still in its
infancy – looks extraordinarily promising in this aspect
not only to improve the acute diagnostic benefit, but –
what is probably much more important – also to improve
the risk – benefit ratio of currently employed diagnostic
and therapeutic electrophysiologic procedures.
References
1. Anderson RH, Ho SY, Becker AE: Anatomy of the human atrio-
ventricular junctions revisited. Anat Rec 2000, 260:81-91.
2. Ho SY, Anderson RH, Sanchez-Quintana D: Atrial structure and
fibres: morphologic bases of atrial conduction. Cardiovasc Res
2002, 54:325-336.
3. Ho SY, Anderson RH, Sanchez-Quintana D: Gross structure of the
atriums: more than an anatomic curiosity? Pacing Clin
Electrophysiol 2002, 25:342-350.
4. Calo L, Lamberti F, Loricchio ML, D'Alto M, Castro A, Boggi A, Pan-
dozi C, Santini M: Intracardiac echocardiography: from elec-
troanatomic correlation to clinical application in
interventional electrophysiology. Ital Heart J 2002, 3:387-398.
5. Ren JF, Schwartzman D, Callans DJ, Brode SE, Gottlieb CD, Marchlin-
ski FE: Intracardiac echocardiography (9 MHz) in humans:
methods, imaging views and clinical utility. Ultrasound Med Biol
1999, 25:1077-1086.
6. Kalman JM, Olgin JE, Karch MR, Lesh MD: Use of intracardiac
echocardiography in interventional electrophysiology. Pacing
Clin Electrophysiol 1997, 20:2248-2262.
7. Lesh MD, Kalman JM, Karch MR: Use of intracardiac echocardi-
ography during electrophysiologic evaluation and therapy of
atrial arrhythmias. J Cardiovasc Electrophysiol 1998, 9:S40-7.
8. Szili-Torok T, Jordaens L, Roelandt J: Ultrasound imaging in car-
diac electrophysiology: current concepts and perspectives.
Thoraxcentre Journal 2002, 14:76-83.
9. Anderson RH, Ho SY: Anatomy of the atrioventricular junc-
tions with regard to ventricular preexcitation. Pacing Clin
Electrophysiol 1997, 20:2072-2076.
10. Szili-Torok T, Kimman G, Theuns D, Res J, Roelandt JR, Jordaens LJ:
Transseptal left heart catheterisation guided by intracardiac
echocardiography. Heart 2001, 86:E11.
11. Daoud EG, Kalbfleisch SJ, Hummel JD: Intracardiac echocardiog-
raphy to guide transseptal left heart catheterization for radi-
ofrequency catheter ablation. J Cardiovasc Electrophysiol 1999,
10:358-363.
12. Szili-Torok T, Kimman GJ, Tuin J, Jordaens L: How to approach
left-sided accessory pathway ablation using intracardiac
echocardiography. Europace 2001, 3:28.
13. Saksena S, Delfaut P, Prakash A, Kaushik RR, Krol RB: Multisite
electrode pacing for prevention of atrial fibrillation. J Cardio-
vasc Electrophysiol 1998, 9:S155-62.
14. Padeletti L, Pieragnoli P, Ciapetti C, Colella A, Musilli N, Porciani MC,
Ricci R, Pignalberi C, Santini M, Puglisi A, Azzolini P, Spampinato A,
LV outflow tract visualized using a 9 Mhz rotating transducer place at the level of the tip of Koch's triangleFigure 10
LV outflow tract visualized using a 9 Mhz rotating transducer 
place at the level of the tip of Koch's triangle.Page 13 of 14
(page number not for citation purposes)
Cardiovascular Ultrasound 2004, 2:6 http://www.cardiovascularultrasound.com/content/2/1/6Martelli M, Capucci A, Boriani G, Botto G, Proclemer A: Rand-
omized crossover comparison of right atrial appendage pac-
ing versus interatrial septum pacing for prevention of
paroxysmal atrial fibrillation in patients with sinus
bradycardia. Am Heart J 2001, 142:1047-1055.
15. Bailin SJ, Adler S, Giudici M: Prevention of chronic atrial fibrilla-
tion by pacing in the region of Bachmann's bundle: results of
a multicenter randomized trial. J Cardiovasc Electrophysiol 2001,
12:912-917.
16. Szili-Torok T, Kimman GJ, Scholten MF, Ligthart J, Bruining N, Theuns
DA, Klootwijk PJ, Roelandt JR, Jordaens LJ: Interatrial septum pac-
ing guided bythree-dimensional intracardiac
echocardiography. J Am Coll Cardiol 2002, 40:2139-2143.
17. Gras D, Mabo P, Tang T, Luttikuis O, Chatoor R, Pedersen AK,
Tscheliessnigg HH, Deharo JC, Puglisi A, Silvestre J, Kimber S, Ross H,
Ravazzi A, Paul V, Skehan D: Multisite pacing as a supplemental
treatment of congestive heart failure: preliminary results of
the Medtronic Inc. InSync Study. Pacing Clin Electrophysiol 1998,
21:2249-2255.
18. Daubert C, Leclercq C, Le Breton H, Gras D, Pavin D, Pouvreau Y,
Van Verooij P, Bakels N, Mabo P: Permanent left atrial pacing
with a specifically designed coronary sinus lead. Pacing Clin
Electrophysiol 1997, 20:2755-2764.
19. Kochiadakis GE, Skalidis EI, Kalebubas MD, Igoumenidis NE, Chrysos-
tomakis SI, Kanoupakis EM, Simantirakis EN, Vardas PE: Effect of
acute atrial fibrillation on phasic coronary blood flow pattern
and flow reserve in humans. Eur Heart J 2002, 23:734-741.
20. D'Cruz IA, Shala MB, Johns C: Echocardiography of the coronary
sinus in adults. Clin Cardiol 2000, 23:149-154.
21. Cazeau S, Leclercq C, Lavergne T, Walker S, Varma C, Linde C, Gar-
rigue S, Kappenberger L, Haywood GA, Santini M, Bailleul C, Daubert
JC: Effects of multisite biventricular pacing in patients with
heart failure and intraventricular conduction delay. N Engl J
Med 2001, 344:873-880.
22. Skanes AC, Yee R, Krahn AD, Klein GJ: Cryoablation of atrial
arrhythmias. Card Electrophysiol Rev 2002, 6:383-388.
23. Gilard M, Mansourati J, Etienne Y, Larlet JM, Truong B, Boschat J,
Blanc JJ: Angiographic anatomy of the coronary sinus and its
tributaries. Pacing Clin Electrophysiol 1998, 21:2280-2284.
24. Mazgalev TN, Ho SY, Anderson RH: Anatomic-electrophysiolog-
ical correlations concerning the pathways for atrioventricu-
lar conduction. Circulation 2001, 103:2660-2667.
25. Scheinman MM, Huang S: The 1998 NASPE prospective cathe-
ter ablation registry. Pacing Clin Electrophysiol 2000, 23:1020-1028.
26. Dubuc M, Khairy P, Rodriguez-Santiago A, Talajic M, Tardif JC,
Thibault B, Roy D: Catheter cryoablation of the atrioventricu-
lar node in patients with atrial fibrillation: a novel technology
for ablation of cardiac arrhythmias. J Cardiovasc Electrophysiol
2001, 12:439-444.
27. Mizumaki K, Fujiki A, Nagasawa H, Nishida K, Sakabe M, Sakurai K,
Inoue H: Relation between transverse conduction capability
and the anatomy of the crista terminalis in patients with
atrial flutter and atrial fibrillation. Circ J 2002, 66:1113-1118.
28. Shoji S, Adaniya H, Numano F, Hiraoka M: Factors determining
clockwise and counterclockwise conduction patterns in
atrial reentrant tachycardias: a rabbit model of atrial flutter.
J Cardiovasc Electrophysiol 2000, 11:311-323.
29. Schumacher B, Jung W, Schmidt H, Fischenbeck C, Lewalter T,
Hagendorff A, Omran H, Wolpert C, Luderitz B: Transverse con-
duction capabilities of the crista terminalis in patients with
atrial flutter and atrial fibrillation. J Am Coll Cardiol 1999,
34:363-373.
30. Kalman JM, Olgin JE, Saxon LA, Fisher WG, Lee RJ, Lesh MD: Acti-
vation and entrainment mapping defines the tricuspid annu-
lus as the anterior barrier in typical atrial flutter. Circulation
1996, 94:398-406.
31. Kalman JM, Olgin JE, Karch MR, Hamdan M, Lee RJ, Lesh MD:
"Cristal tachycardias": origin of right atrial tachycardias
from the crista terminalis identified by intracardiac
echocardiography. J Am Coll Cardiol 1998, 31:451-459.
32. Kalman JM, Lee RJ, Fisher WG, Chin MC, Ursell P, Stillson CA, Lesh
MD, Scheinman MM: Radiofrequency catheter modification of
sinus pacemaker function guided by intracardiac
echocardiography. Circulation 1995, 92:3070-3081.
33. Ren JF, Marchlinski FE, Callans DJ, Zado ES: Echocardiographic
lesion characteristics associated with successful ablation of
inappropriate sinus tachycardia. J Cardiovasc Electrophysiol 2001,
12:814-818.
34. Lee RJ, Kalman JM, Fitzpatrick AP, Epstein LM, Fisher WG, Olgin JE,
Lesh MD, Scheinman MM: Radiofrequency catheter modifica-
tion of the sinus node for "inappropriate" sinus tachycardia.
Circulation 1995, 92:2919-2928.
35. Callans DJ, Ren JF, Schwartzman D, Gottlieb CD, Chaudhry FA,
Marchlinski FE: Narrowing of the superior vena cava-right
atrium junction during radiofrequency catheter ablation for
inappropriate sinus tachycardia: analysis with intracardiac
echocardiography. J Am Coll Cardiol 1999, 33:1667-1670.
36. Nathan H, Eliakim M: The junction between the left atrium and
the pulmonary veins. An anatomic study of human hearts.
Circulation 1966, 34:412-422.
37. Ho SY, Sanchez-Quintana D, Cabrera JA, Anderson RH: Anatomy
of the left atrium: implications for radiofrequency ablation of
atrial fibrillation. J Cardiovasc Electrophysiol 1999, 10:1525-1533.
38. Weerasooriya R, Macle L, Jais P, Hocini M, Haissaguerre M: Pulmo-
nary vein ablation using the LocaLisa nonfluoroscopic map-
ping system. J Cardiovasc Electrophysiol 2003, 14:112.
39. Haissaguerre M, Shah DC, Jais P, Hocini M, Yamane T, Deisenhofer I,
Chauvin M, Garrigue S, Clementy J: Electrophysiological break-
throughs from the left atrium to the pulmonary veins. Circu-
lation 2000, 102:2463-2465.
40. Haissaguerre M, Jais P, Shah DC, Arentz T, Kalusche D, Takahashi A,
Garrigue S, Hocini M, Peng JT, Clementy J: Catheter ablation of
chronic atrial fibrillation targeting the reinitiating triggers. J
Cardiovasc Electrophysiol 2000, 11:2-10.
41. Martin RE, Ellenbogen KA, Lau YR, Hall JA, Kay GN, Shepard RK,
Nixon JV, Wood MA: Phased-array intracardiac echocardiog-
raphy during pulmonary vein isolation and linear ablation for
atrial fibrillation. J Cardiovasc Electrophysiol 2002, 13:873-879.
42. Mangrum JM, Mounsey JP, Kok LC, DiMarco JP, Haines DE: Intrac-
ardiac echocardiography-guided, anatomically based radiof-
requency ablation of focal atrial fibrillation originating from
pulmonary veins. J Am Coll Cardiol 2002, 39:1964-1972.
43. Morton JB, Sanders P, Byrne MJ, Power J, Mow C, Edwards GA,
Kalman JM: Phased-Array intracardiac echocardiography to
guide radiofrequency ablation in the left atrium and at the
pulmonary vein ostium. J Cardiovasc Electrophysiol 2001,
12:343-348.
44. Cabrera JA, Sanchez-Quintana D, Farre J, Navarro F, Rubio JM,
Cabestrero F, Anderson RH, Ho SY: Ultrasonic characterization
of the pulmonary venous wall: echographic and histological
correlation. Circulation 2002, 106:968-973.
45. Marrouche NF, Martin DO, Wazni O, Gillinov AM, Klein A, Bhargava
M, Saad E, Bash D, Yamada H, Jaber W, Schweikert R, Tchou P,
Abdul-Karim A, Saliba W, Natale A: Phased-array intracardiac
echocardiography monitoring during pulmonary vein isola-
tion in patients with atrial fibrillation: impact on outcome
and complications. Circulation 2003, 107:2710-2716.
46. Saad EB, Cole CR, Marrouche NF, Dresing TJ, Perez-Lugones A, Sal-
iba WI, Schweikert RA, Klein A, Rodriguez L, Grimm R, Tchou P,
Natale A: Use of intracardiac echocardiography for prediction
of chronic pulmonary vein stenosis after ablation of atrial
fibrillation. J Cardiovasc Electrophysiol 2002, 13:986-989.
47. Lamberti F, Calo L, Pandozi C, Castro A, Loricchio ML, Boggi A,
Toscano S, Ricci R, Drago F, Santini M: Radiofrequency catheter
ablation of idiopathic left ventricular outflow tract tachycar-
dia: utility of intracardiac echocardiography. J Cardiovasc
Electrophysiol 2001, 12:529-535.
48. Miller DL, Balter S, Cole PE, Lu HT, Berenstein A, Albert R, Schueler
BA, Georgia JD, Noonan PT, Russell EJ, Malisch TW, Vogelzang RL,
Geisinger M, Cardella JF, George JS, Miller G. L., 3rd, Anderson J:
Radiation doses in interventional radiology procedures: the
RAD-IR study: part II: skin dose. J Vasc Interv Radiol 2003,
14:977-990.
49. Picano E: Sustainability of medical imaging. Bmj 2004,
328:578-580.Page 14 of 14
(page number not for citation purposes)
